Introduction
============

Recent changes in society and lifestyle have caused a variety of cervical spine diseases to become more prevalent ([@b1-etm-0-0-8105]). A previous study demonstrated that neck pain accounts for 14.6% of all musculoskeletal diseases ([@b2-etm-0-0-8105]). Cervical diseases are common in individuals that have long-term immobilization of the neck or excessive neck activity, with most patients exhibiting flexor head injuries ([@b3-etm-0-0-8105]). A variety of cervical diseases lead to a decrease in cervical spine range of motion ROM ([@b1-etm-0-0-8105],[@b4-etm-0-0-8105]). Cervical ROM is an indicator of cervical pain and a variety of cervical spine diseases ([@b2-etm-0-0-8105]). ROM can be used as an evaluation parameter to monitor the effect of cervical disease treatment, including when assessing clinical results after anterior decompression and cervical spine fusion ([@b2-etm-0-0-8105],[@b5-etm-0-0-8105],[@b6-etm-0-0-8105]). With ROM measurements, clinicians can adjust treatment plans according to cervical vertebral mobility changes ([@b5-etm-0-0-8105]). Accurate cervical ROM measurements are important. However, due to the complex anatomy of the cervical spine and the coupled movement of the cervical and thoracic spine, it is currently challenging to obtain accurate cervical ROM measurements ([@b6-etm-0-0-8105],[@b7-etm-0-0-8105]). Several methods are currently used to measure cervical vertebrae activity, including eye measurements ([@b8-etm-0-0-8105],[@b9-etm-0-0-8105]), general protractor use ([@b10-etm-0-0-8105]), and cervical ROM (CROM) device ([@b3-etm-0-0-8105],[@b11-etm-0-0-8105],[@b12-etm-0-0-8105]), cervical laser ([@b13-etm-0-0-8105]), radiographic ([@b14-etm-0-0-8105]), computed tomographic ([@b15-etm-0-0-8105]) and tap measurements ([@b10-etm-0-0-8105],[@b16-etm-0-0-8105],[@b17-etm-0-0-8105]). Currently, no absolute method has yet been established for measuring cervical vertebral activity.

A CROM device consists of a plastic frame and three independent inclinometers. During use, the plastic frame is placed on the head of the patient to stabilize the device. Three independent inclinometers are attached to the frame in the sagittal, frontal and horizontal planes to indicate the position of the head during flexion and extension, lateral bending and cervical spine rotation ([@b3-etm-0-0-8105],[@b11-etm-0-0-8105]). Previous studies have reported a high validity and repeatability when using a CROM device ([@b2-etm-0-0-8105],[@b18-etm-0-0-8105],[@b19-etm-0-0-8105]). Although this device has numerous advantages, it includes trunk motion and therefore does not measure pure cervical ROM.

The optical motion capture system (OMCS) is commonly used in biomechanical studies to measure human kinematics at high accuracy ([@b20-etm-0-0-8105]). The aim of the present study was to evaluate the test-retest reliability and validity of using OMCS and CROM, by comparing neck ROMs during flexion, extension, left lateral bending, right lateral bending, left rotation and right rotation.

Materials and methods
=====================

### Participants

From February 2018 to April 2018, a total of 20 healthy postgraduates (13 men; 7 women; mean age, 26.8±1.32 years) from the Chinese Academy of Chinese Medical Sciences (Beijing, China) were included in the current study. The inclusion criteria were as follows: No cervical disease, no history of neck pain or limitation of cervical spine mobility, no bone, muscle or nervous system diseases and no history of neck surgery. The exclusion criterion was a history of neck disease or neck surgery. Prior to enrollment, each participant was screened for neck movement by a high-grade physician to determine if cervical vertebral activity was normal. The current study was approved by the Ethics Committee of Wangjing Hospital of Chinese Academy of Chinese Medical Sciences (Beijing, China) and each participant provided verbal and written informed consent prior to enrollment in the current study.

### Instruments

Cervical spine ROM was measured using a CROM and OMCS device (V120:Trio; NaturalPoint, Inc.). Each measurement was recorded twice for each participant, with a 1-h interval.

### CROM device measurement

The CROM device ([Fig. 1](#f1-etm-0-0-8105){ref-type="fig"}) was placed on the participant\'s head while they were seated and looking directly forwards. The lower front edge of the device was placed on the upper edge of the eyebrow arch, with the lower back edge of the CROM device at the same level. The physician assisted in keeping the body (excluding the neck) fixed in position when movement was assessed by placing their hands on the participants shoulders. The difference between the pointer value and the value after movement was recorded as the motion angle of the cervical vertebrae. When measuring axis activity, the other two axis active pointers remained unchanged to avoid coupling motions in multiple directions. Two physicians viewed the degree of change exhibited by the CROM device to reduce subjective error. i) To test for neck flexion and extension, the chin and head was moved up and down. Each movement was stopped when the maximum angle was reached. The difference between the values of flexion limit, extension movement angle and the initial pointer value was used as the angle of activity. ii) To test for left and right neck flexion, participants flexed the neck to the left and right sides. When the maximum angle was reached, the movement was stopped and the change in the forehead protractor pointer was recorded. iii) To test for left and right neck rotation, participants rotated the neck to the left and right sides. When the maximum angle was reached, the movement was stopped and changes in the head pointer was recorded.

### OMCS measurement

An OptiTrack-V120: Trio device (NaturalPoint, Inc.) was used to measure OMCS ([Fig. 2](#f2-etm-0-0-8105){ref-type="fig"}). Optitrack Motive and Visual3D V5 software (NaturalPoint, Inc.) was used to visualize results. The OptiTrack-V120: Trio device was fixed in place with a 3-foot frame to ensure the cameras were in a horizontal position. This was located 2 m from the participant and at a height that was the same as that of the participants neck. All participants wore a motion capture suit (NaturalPoint, Inc.), which enabled the device to record measurements more accurately. Three marker points were placed at each of four positions: The forehead, the two bilateral temporal sites and at the top of the head. These were used to determine the position of the head when the body was rigid. No marker points were blocked or lost during the measurement process. Three additional marker points were located on both sides of the shoulder and the middle of the sternum. These were used to determine the chest position when the body was rigid. At least six marker points were located on the torso. The OptiTrack-V120 device was connected to the power supply and to the computer with the Optitrack Motive software via a USB connection line. The Optitrack Motive software was opened.

Participants were seated close to the back of the chair and looked straight ahead. Six movements of the cervical vertebrae were measured, including flexion-return, extension-return, left lateral bending-return, right lateral bending-return, left rotation-return and right rotation-return. During the measurements, the position of the head marker point was adjusted as required to avoid the marker points becoming blocked. The movement should be slow and smooth. The outer limit position of each action should remain for 1--2 sec to facilitate the determination of each position in the analysis process. Optitrack Motive software tracked marker point movement as presented in [Fig. 3](#f3-etm-0-0-8105){ref-type="fig"}. Dynamic images of cervical spine mobility measurements in all directions are shown in [Videos S1](#SD2-etm-0-0-8105){ref-type="supplementary-material"}--[6](#SD7-etm-0-0-8105){ref-type="supplementary-material"}.

Tracked movement recorded by the software was saved as a C3D file and imported into Visual3D software. Angles were then calculated as presented in [Fig. 4](#f4-etm-0-0-8105){ref-type="fig"}.

The measurement process of this experiment is that two instruments measure cervical range of motion at the same time, and the physician assisted in keeping the body (excluding the neck) in a fixed position, as presented in [Fig. 5](#f5-etm-0-0-8105){ref-type="fig"}.

### Statistics

Data were analyzed using SPSS version 22 software (IBM Corp.) and presented as the mean ± standard deviation (SD). Test-retest repeatability was evaluated using the mean of the first and second measurements and the inter-class correlation coefficient (ICC), which describes one-rater (intra-rater) reliability of the two trials. The absolute reliability of the measurement was evaluated using the SEM and the minimum detectable change (MDC). The SEM was calculated using the following formula ([@b21-etm-0-0-8105]): $\text{SEM} = \text{SD} x\sqrt{1 - \text{ICC}}$. The 95% confidence interval (CI) of the MDC was subsequently calculated based on the SEM value ([@b22-etm-0-0-8105]). MDC was calculated using the following formula: $\text{MDC} = \text{SEM} x\sqrt{2}x\sigma 95,$ where the σ95 score was the 95% CI of 1.96. ICC values for intra-rater agreement were interpreted as: 0--0.2 (poor), 0.2--0.4 (fair), 0.4--0.6 (moderate), 0.6--0.8 (substantial) and 0.8--1.0 (almost perfect) ([@b23-etm-0-0-8105]). ICC ≥0.6 was considered to represent substantial reliability ([@b24-etm-0-0-8105]).

To check data validity, a linear regression analysis was performed for the CROM measurements recorded by the CROM and OMCS devices. Mean differences in the measured data from the two methods were calculated and scatter plots, regression lines, the determination coefficient (R^2^) and Pearson\'s correlation coefficient were used to support method validity. Bland-Altman plots were also used to display the differences between the outcomes of the two methods ([@b25-etm-0-0-8105]).

Results
=======

### Repeatability study

The test-retest reliability of the cervical vertebra activity data was analyzed using ICC, SEM and MDC ([Table I](#tI-etm-0-0-8105){ref-type="table"}). The data revealed that the CROM and OMCS methods had a good repeatability. All ICCs were at the substantial or almost perfect level \[CROM device, ICC ([@b1-etm-0-0-8105],[@b2-etm-0-0-8105]) =0.768--0.948; OMCS, ICC ([@b1-etm-0-0-8105],[@b2-etm-0-0-8105]) =0.802--0.981; [Table I](#tI-etm-0-0-8105){ref-type="table"}\]. CROM and OMCS methods had the highest reliability when the cervical spine was in extension. The lowest reliability was obtained when the right lateral bending of the cervical vertebrae was measured. Changes in the SEM and MDC values of CROM and OMCS methods were small for all neck ROM directions. SEM values range from 1.04° (right lateral bending) to 2.45° (extension) using the CROM device and from 0.98° (right lateral bending) to 1.38° (flexion) using the OMCS method. The MDC values were between 2.89° (right lateral bending) and 6.78° (extension) for the CROM device and between 2.72° (right lateral bending) and 3.81°(flexion) for the OMCS ([Table I](#tI-etm-0-0-8105){ref-type="table"}). The OMCS measured all cervical ROMs at a higher ICC value compared with the CROM device. The SEM and MDC ranges were also lower in the OMCS devise, indicating that both exhibit good repeatability. However, the results demonstrated that the repeatability of OMCS was more reliable compared with the CROM device.

### Validity study

As presented in [Table II](#tII-etm-0-0-8105){ref-type="table"}, comparisons of the cervical ROM measurements were recorded using the OMCS and CROM devices. The results revealed that the mean difference varied little between them (0.81±1.47, right lateral bending; 3.39±3.04, right rotation). Pearson\'s correlation coefficient for the cervical movements was between 0.753 and 0.939 ([Table II](#tII-etm-0-0-8105){ref-type="table"}), indicating a significant correlation. The results of the regression analysis for all movements revealed a high R^2^ (0.568--0.882). [Fig. 6](#f6-etm-0-0-8105){ref-type="fig"} presents the regression lines and scatter plots for each movement. Bland-Altman plots of all movements reveal that differences were scattered close to zero, with the majority of data points located within the 95% CI ([Fig. 7](#f7-etm-0-0-8105){ref-type="fig"}). All determined correlation coefficients, demonstrate that OMCS and CROM measurements are in good agreement, indicating that OMCS is an effective technique for ROM measurement of the cervical vertebrae.

Discussion
==========

A variety of neck diseases, such as cervical spondylosis, directly cause limited cervical vertebrae mobility ([@b6-etm-0-0-8105]). The degree of cervical vertebral ROM reduction is associated with the severity of neck disease ([@b26-etm-0-0-8105]). The American College of Physicians use cervical ROM as a standard for determining the level of cervical vertebral damage ([@b27-etm-0-0-8105]). The accurate measurement of cervical vertebral ROM is therefore important in clinical practice. A variety of methods are used to measure cervical spine mobility. A visual measurement is often used as it has the advantage of being simple and repeatable, although the error range is large ([@b9-etm-0-0-8105]). A tape measure can be used to measure changes in anatomical landmarks on the body surface during cervical spine activity and indirectly reflecting the ROM of the cervical vertebra ([@b10-etm-0-0-8105]). Whitcroft *et al* ([@b17-etm-0-0-8105]) demonstrated that tape measurements were not completely accurate when compared with measurements obtained using a CROM device. Therefore, the authors determined that tape measurements are inaccurate and should not be used in clinical practice. However, more evidence-based medical studies are required to clarify the reliability and validity of tape measurements for cervical spine ROM. Physicians often use either a visual survey ([@b8-etm-0-0-8105]) or a CROM device ([@b3-etm-0-0-8105]) to determine neck ROM clinically and in formal studies. The torso however inevitably moves in conjunction with neck movement, so cervical ROM results include the combined movement of the trunk and neck ([@b28-etm-0-0-8105]). Additionally, when measuring the mobility of the neck in one direction, it should be considered that neck motions involve more than one plane ([@b29-etm-0-0-8105]). Within observations of cervical flexion, the cervical vertebrae exhibit lateral flexion and rotational direction motion.

According to the results of the current study, the OMCS obtains values of higher accuracy when measuring cervical ROM. OMCS measures three-dimensional motions dynamically and accurately and its technology eliminates the influence of trunk activity via software calculations of cervical vertebral activity. Therefore, OMCS only calculates the angle of cervical ROM. Using visual 3D software, the three-dimensional angle change in cervical vertebral activity can be accurately calculated, without the use of the plane angle.

In the present study, OMCS was used to detect cervical vertebral activity. The results were: Cervical flexion (63.31±7.35°), extension (62.15±9.85°), left lateral bending (52.87±3.03°), right lateral bending (49.17±2.21°), left rotation (81.2±3.05°) and right rotation (79.36±3.77°). With the exception of flexion, which may be due to this being the first action, these ROM values were lower than those obtained with the CROM device. The participant torso was close to the back of the chair to reduce involuntary torso movements when the actions were performed. However, the CROM device measured the coupled angle of the neck and trunk to account for this. The current study demonstrated that OMCS measurements of cervical vertebra had a high ICC and low SEM and MDC values when compared with those obtained using the CROM device. These results are consistent with the results obtained by Inokuchi *et al* ([@b28-etm-0-0-8105]). This consistency may be due to the increased accuracy of OMCS as it is capable of capturing fast moving objects with a global shutter imager and 120 FPS capture speed. Using advanced image processing to maximize resolution from three 640×480 VGA sensors, the OMCS can also track markers down to sub-millimeter movements with repeatable accuracy (Available from: [www.optitrack.com/products/v120-trio/specs.html](www.optitrack.com/products/v120-trio/specs.html)). There may be subjective bias when using CROM. The CROM device was selected for the present study due to it being previously tested, revealing it to exhibit high validity and repeatability for the measurement of cervical ROM ([@b2-etm-0-0-8105],[@b18-etm-0-0-8105],[@b19-etm-0-0-8105]). CROM has also been used in other studies ([@b13-etm-0-0-8105],[@b30-etm-0-0-8105]). Neck muscle strength is associated with cervical vertebrae activity ([@b31-etm-0-0-8105]), therefore the decrease of muscle strength may cause the decrease of cervical ROM. Healthy individuals were selected as participants in order decrease variability between participants and reduce bias.

The results of the present study indicated that CROM and OMCS techniques exhibit advantages and disadvantages. OMCS exhibits high accuracy and repeatability when measuring cervical vertebral ROM. However, this technology requires high quality equipment, as well as physicians that are familiar with the equipment and software operations. OMCS disadvantages include the complicated operation and long data processing times. OMCS may therefore be suitable for scientific research that requires accurate calculations and measurements of neck ROM. In contrast, the CROM device offers a convenient operation, low price and immediate results. However, the measurement of error is slightly larger, which is acceptable for measuring cervical vertebral ROM in patients with cervical diseases, clinically ([@b2-etm-0-0-8105]).

The age range and sample size of the participants in the current study is a limiting factor; the present study is a preliminary investigation into the validity of using the OMCS and CROM methods. A total of 20 healthy young participants were enrolled in the current study. Individual differences in the neck may exist. Future studies should therefore focus on the inclusion a greater number of patients of a variety of ages with neck disorders. Finally, due to all participants wearing the same cat suit with fixed marker points, the slack that developed in the cat suit over time caused the marker points to change position, resulting in measurement errors in addition to those due to individual fat- and lean-tissue differences.

The results of the current study confirmed the high repeatability and validity of neck ROM measurements acquired using OMCS. This device can therefore be recommended for measuring cervical ROM for research purposes. Future studies that include patient groups with cervical diseases should be conducted to further substantiate the results of the current study.
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![Participant wearing CROM device, which was placed on the upper edge of the eyebrow arch, with the lower back edge of the CROM device at the same level.](etm-18-06-4193-g00){#f1-etm-0-0-8105}

![OptiTrack-V120: Trio device which represents the optical motion capture system. The device was fixed with a 3-foot frame to ensure that the three cameras were placed in a horizontal position.](etm-18-06-4193-g01){#f2-etm-0-0-8105}

![Six marker points on the torso are visualized using Optitrack Motive software. Numbers 1, 2 and 3 represent the Optitrack cameras.](etm-18-06-4193-g04){#f3-etm-0-0-8105}

![Movement track of the OptiTrack Motive software record was modeled and angles were calculated using the Visual3D software.](etm-18-06-4193-g05){#f4-etm-0-0-8105}

![Measurement of cervical motion. A physician, with his hands placed on the shoulders of the participant, assists in bodily fixation.](etm-18-06-4193-g06){#f5-etm-0-0-8105}

![Regression analysis of the CROM measured by the optical motion capture system and the CROM device. CROM, cervical range of motion.](etm-18-06-4193-g07){#f6-etm-0-0-8105}

![Bland-Altman plots of the mean of the OMCS and CROM measurements. CROM, cervical range of motion.](etm-18-06-4193-g08){#f7-etm-0-0-8105}

###### 

Test-retest reliability of the OMCS and CROM measurements of cervical ROM.

                          OMCS (x±s)                                              CROM (x±s)                                                             
  ----------------------- ------------ ------------ ---------------------- ------ ------------ ------------- ------------- ---------------------- ------ ------
  Flexion                 63.22±7.68   63.4±7.16    0.965 (0.913--0.986)   1.38   3.81         60.1±8.5      60.2±8.73     0.931 (0.834--0.972)   2.22   6.16
  Extension               62.01±9.93   62.28±9.87   0.981 (0.952--0.992)   1.36   3.76         64.45±11.39   65.05±10.33   0.948 (0.876--0.979)   2.45   6.78
  Left lateral bending    52.84±3.13   52.9±3.24    0.822 (0.601--0.926)   1.28   3.54         53.85±4.56    54.95±5       0.805 (0.57--0.918)    2.01   5.58
  Right lateral bending   48.96±2.48   48.38±2.16   0.802 (0.571--0.916)   0.98   2.72         50±2.48       49.95±2.19    0.768 (0.498--0.902)   1.04   2.89
  Left rotation           81.01±3.27   81.39±3.13   0.815 (0.595--0.922)   1.31   3.64         81.5±2.12     82.7±2.54     0.78 (0.142--0.931)    1.06   2.94
  Right rotation          79.18±4.02   79.54±3.64   0.927 (0.828--0.906)   1.02   2.82         82.65±4.56    82.85±4.4     0.791 (0.543--0.912)   1.93   5.36

OMCS, optical motion capture system; CROM, cervical range of motion; ROM, range of motion; ICC, intra-group correlation coefficient; CI, confidence interval; SEM, standard error of measurement; MDC, minimum detectable change.

###### 

Validity of the two methods used to measure cervical ROM.

                          Cervical ROM SD (x±s)                                     
  ----------------------- ----------------------- ------------- ------------ ------ ------
  Flexion                 63.31±7.35              60.15±8.46    −3.16±2.96   0.94   0.88
  Extension               62.15±9.85              64.75±10.73   2.6±4.43     0.91   0.83
  Left lateral bending    52.87±3.03              54.4±4.56     1.53±2.88    0.79   0.62
  Right lateral bending   49.17±2.21              49.98±2.17    0.81±1.47    0.79   0.63
  Left rotation           81.2±3.05               82.1±2.26     0.9±2.10     0.77   0.59
  Right rotation          79.36±3.77              82.65±4.19    3.39±3.04    0.75   0.57

ROM, range of motion; CROM, cervical range of motion; OMCS, optical motion capture system.
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